Background and purpose -Given similar functional outcomes with mobile and fi xed bearings, a difference in survivorship may favor either. This study investigated the risk of aseptic loosening for the most used subtypes of mobile-bearing rotating-platform knees, in Norway and Australia.
is a modifi ed version of the classical tibial rotating platform introduced at the beginning of the century. In a previous report from the Norwegian Arthroplasty Register (NAR), the LCS MBT was found to have an increased risk of aseptic loosening, particularly on the tibial side (Gothesen et al. 2013) . Despite the overall survival of these total knee replacements (TKRs) remaining acceptable, a 7-fold increased risk of tibial loosening was identifi ed, prompting further investigations. A retrieval study suggested that the bonding between cement and implant had weakened due to a lower roughness of the cement-implant interface (Kutzner, personal communication) . It has been suggested that other causes increasing the risk of aseptic loosening and osteolysis may include increased wear particle production related to the mobile-bearing design, or a diffi cult surgical technique (Huang et al. 2002) . Recent reports from large registries have confi rmed the higher risk of revision with a mobilebearing design, and have advised caution when selecting such implants .
The mobile-bearing design was developed to reduce shear and tear forces and thereby reduce wear of the insert (Buechel and Pappas 1986) . In addition, a mobile bearing is designed to be less rigid, and mechanically closer to a normal knee. Improved patellar tracking was claimed to be one of the advantages of this design. However, few independent investigators have been able to show improved function with this design (Ranawat et al. 2004 , Lygre et al. 2010 , Hofstede et al. 2015 . If function is not improved and the revision rate increases, the use of mobile-bearing TKRs in standard knee replacement will be questionable.
Increased risk of mobile-bearing loosening appears to be a global issue. However, local variation including operative techniques, clinical and radiological interpretation of informa-tion, different types of surface geometry, and design of the implants may be important factors leading to varying results. Previous registry studies do not provide much information about various subtypes and designs of mobile-bearing knees. The rotating-platform design is the most used mobile-bearing design; therefore, the aim of this study was to investigate this design in further detail. The most used subtypes of the rotating-platform design used in Australia and Norway were selected for comparison between and within countries using catalogue numbers to compare identical implants. Registry data from the Norwegian Arthroplasty Register (NAR) and the Australian Orthopaedic Association National Joint Replacement Registry (AOANJRR) were analyzed. Our hypothesis was that the most used fi xed-bearing TKRs, in Norway and Australia, had a lower risk of aseptic loosening than the most used mobile-bearing TKRs.
Patients and methods
The NAR has collected data on TKRs since 1994 and the AOANJRR since 1999. The AOANJRR had its fi rst year of complete national registering in 2003. Hence, the study includes selections from complete datasets reported from 2003 to 2014. The completeness of the data collection in the NAR and AOANJRR is 96-99% (Furnes 2015 , Graves 2015 .
From the Norwegian registry 12,003 patients with rotating-platform TKRs, and 19,580 patients with fi xed-bearing TKRs, were included (mean age 69 (SD 10), 36% men). From the Australian registry 31,522 patients with rotatingplatform TKRs, and 48173 patients with fi xed-bearing TKRs (mean age 68 (SD 9), 45% men), were included. A prospective observational study was performed, and primary mobilebearing LCS Complete (Low Contact Stress, DePuy, Warsaw, IN, USA) and PFC Sigma (Press Fit Condylar, DePuy, Leeds, UK) TKRs, with rotating platform, without patella resurfacing, were selected for analysis (Table 1, Figure 1) . A nonkeeled tibial component was used in 90% of cases in Norway and 49% in Australia (catalogue numbers 129431, 129432). The keeled version of the tibial component was used in 10% of cases in both countries (catalogue numbers 129433, 129434). The Duo-fi x version was used in < 1% of cases in Norway and 41% in Australia (catalogue numbers 9003). Any type of fi xation was included in the initial datasets. For sub-analyses, fi xation of the tibial component was targeted. Fully cemented and hybrids with cemented tibial components were allocated to the cemented group, whereas fully cementless and hybrids with cementless tibial components were allocated to the cementless group. For controls, the 3 most used fi xed-bearing TKRs (all fi xations) in each country were selected (Norway: AGC (Anatomic and Universal, Biomet, Warsaw, IN, USA), NexGen (Zimmer, Warsaw, IN, USA), Profi x (Smith & Nephew, Memphis, TN, USA). Australia: Triathlon (Stryker, Mahwah, NJ, USA), NexGen, PFC Sigma (fi xed bearing)) ( Table 1) . Anonymized datasets from Norway and Australia, from the years 2003 to 2014, were merged by converting the respective variables into common variables, using the Australian hierarchy system for ranking of revision diagnoses (Graves 2015) .
Statistics
The null hypothesis assumed a similar risk of revision for aseptic loosening when TKRs with a rotating-platform tibial component were compared with the most used fi xed-bearing informative censoring. The validity of this assumption could be debatable since knees in one treatment group could be more likely to be censored due to, for example, pain than knees in the other treatment group. To account for possible bias due to informative censoring we performed a sensitivity analysis to check whether our conclusions would be any different by using death and other revision reasons as competing risk factors (Fine and Gray). This sensitivity analysis did only marginally change our results and did not alter our conclusions (Andersen et al. 2012) . SPSS® Statistics version 23 (IBM Corp, Armonk, NY, USA) was used for the statistical analyses.
Ethics, funding, and potential confl icts of interest Written consent from each patient is required for the collection of Norwegian data, according to a concession from the Norwegian Data Inspectorate issued September 15, 2014 (ref. no:03/00058-20/CGN) . For Australian data, the patients have the opportunity to opt out; otherwise their data will be collected and managed by the AOANJRR, according to their obligations, as a Federal Quality Assurance activity. The fi rst knees within the 2 countries, and similar outcome between the countries. Also, the results for the keeled vs. the non-keeled versions used within Australia were expected to be similar. Demographics were analyzed by descriptive analyses, using the chi-square test for categorical data (sex and diagnosis) and Student's t-test for age difference.
A reversed Kaplan-Meier (K-M) method was used to calculate the median follow-up time (Schemper and Smith 1996) . Survivorship was calculated by the K-M method, and relative risk estimates (RR) were derived from a Cox multiple regression model with adjustments for age, sex, fi xation, and diagnosis. The proportional hazards assumption of the Cox regression model was tested and considered to be satisfactory, except for a negligible divergence during the fi rst 3 months of the Norwegian dataset (see Supplementary data). Survival curves were constructed by K-M estimates. Confi dence intervals of 95% (CI) were reported. Tests were 2-sided and p-values < 0.05 were regarded as statistically signifi cant. The survival analyses were based on an assumption of non-author received funding from the Western Norway Regional Health Authority (Helse Vest RHF) to fi nance a visit to the AOA NJRR. None of the other authors have anything to disclose with relevance to the contents of this paper.
Results
The selected study groups consisted of 43,525 mobile-bearing, non-posterior-stabilized, rotating-platform TKRs, without patella resurfacing, reported to the national joint replacement registries of Norway (n = 12,003) and Australia (n = 31,522) during the years 2003-2014 (Table 1, Figure 1 ). The most used subtype in both countries was the non-keeled version (Norway n = 10,764, Australia n = 15,415). Some keeled components were used in Norway (n = 1,148) and Australia (n = 3,208), and Duo-fi x (intended for cementless fi xation and no keel) was rarely used in Norway (n = 91) and often used in Australia (n = 12,899). For control groups, the 3 most used fi xed-bearing CR TKRs, without patella resurfacing, were selected in Norway (n = 19,580) and Australia (n = 48,173, Figure 1 , Table 1 ).
Survival estimates, aseptic loosening as end-point
The 10-year K-M survival estimates with aseptic loosening as endpoint showed a lower survival rate (%) for the mobilebearing groups compared with the fi xed-bearing groups (97.2 vs. 99.6 in Norway, and 98.2 vs. 99.0 in Australia) ( Table 2 and 3, Figure 2 ).
Risk estimates, aseptic loosening as end-point
The adjusted Cox regression analysis estimating the risk of revision for aseptic loosening showed a 6-fold increased risk for the Norwegian study group compared with the countryspecifi c control group, and a 2-fold increased risk for the Australian study group (Table 2 ). The risk of revision for aseptic loosening was higher in Norway compared with Australia (RR = 1.7) (Table 2, Figure 3 ). Various fi xation and design results, aseptic loosening as end-point A sub-analysis of fi xation technique showed that the cemented non-keeled tibias were at a higher risk in Norway than in Australia (RR = 2.4), whereas the cementless non-keeled tibias did not show any difference between countries. However, within Australia, the cementless non-keeled tibias had a statistically signifi cantly higher risk for aseptic loosening than the cemented tibias (RR = 1.5, CI 1.0-2.0, p = 0.03) (see Table 2 ). For the keeled tibias there was a short follow-up (< 1 year), and Duo-fi x subtypes were few (n = 91) in Norway, hence a comparison with Australian data was not justifi ed for these subtypes. However, within Australia these subtypes had However, when comparing the overall survival of the rotating platform knees in Norway versus Australia, the results were similar. The strength of our study was the large number of knee replacements included, and the combination of data from the 2 countries using identical catalogue numbers to identify and compare the same implant types ). Consequently, the external validity of the results is good and the outcomes should be applicable to most orthopedic surgeons around the world ). There were limitations in the demographic differences and in the lack of standardized reporting forms for cause of revision between the 2 countries. These issues have also been identifi ed in a previous compara- a lower survival, similar to the non-keeled subtype, in comparison with the fi xed-bearing group (keeled RR = 2.0, Duo-fi x RR = 2.2) ( Table 2) . Within Australia there were no differences in survival rates for the 3 subtypes of the rotating platform (non-keeled, keeled (RR = 1.0) and Duo-fi x (RR = 1.1), using nonkeeled as reference (Table 2, Figure 4) .
Risk of revision for any reason as endpoint
However, when comparing rotating platform with fi xed bearing, using revision for any reason as a secondary end-point, the risk was higher for the rotating-platform group in both countries (Norway, RR = 1.4, Australia, RR = 1.6), and the K-M overall survival estimates were higher in the fi xed-bearing TKRs (Table  4) . Subdividing into age categories and sex did not markedly change the results. The overall survival (all revisions included) showed almost identical K-M survival rates (Norway: 93%, Australia: 93.5), and Cox risk estimate (RR = 1.1), between countries (Table 4) .
Discussion
We found an increased risk of aseptic loosening for the most used subtypes of rotating platforms in mobile TKR. In comparison with the most used fi xed-bearing knees, the rotating-platform knees had an increased overall risk of revision (revision for any reason as end-point), largely due to an increased risk of aseptic loosening regardless of fi xation or variations of the under-surface or stem (keel or no keel). The difference between rotatingplatform and fi xed-bearing knees, in relation to aseptic loosening as the endpoint, seemed to be greater in Norway than in Australia.
tive study between Norway and a US registry ). In the Australian study cohort, there were a higher proportion of males, and the average age was 0.7 years lower than in the Norwegian study cohort. These differences were almost identical in the control cohorts. Due to the strict longevity and revision cause perspective of this registry study, the clinical scores and functional status of the patients were not evaluated. Previous publications and reviews have addressed this issue (Hofstede et al. 2015) , and the use of patient-related outcome scores in registries, as recently established by several registries, will add important information to our fi ndings in the future. One would generally expect younger males to have an elevated revision rate, hence these differences were adjusted for in the Cox regression analysis (Graves 2015) . However, in this study the Australian patients (younger and more males) seemed to have a lower revision rate due to aseptic loosening, compared with the Norwegian patients. Consequently, a selection bias due to age and sex was unlikely. A revision diagnosis hierarchy, developed by the AOANJRR, was used to standardize the reporting of revision causes (Graves 2015) . However, different distributions of reported revision causes were found in the 2 registries, implicating different traditions with respect to reporting (Table 5) . Revisions due to pain as the only reason were more commonly reported in Australia, and most of these had a minor revision with insertion of a patellar button. Patella resurfacing is rarely performed in Norway as a primary pro- cedure (2%) (Furnes 2015) , thus Norwegian surgeons may be more reluctant to revise with insertion of a patellar component (Leta et al. 2016) . Consequently, traditions, teaching, culture, and health care systems might have impacted the way orthopedic surgeons reported their revision diagnoses. The larger difference between mobile-bearing and fi xed-bearing knees observed in Norway might have been enforced by the good results of the most used fi xed-bearing knees in the Norwegian control group. Laboratory fi ndings of a higher roughness of the tibial under-surface of the Profi x knee, widely used in Norway, may indicate that this knee was more resistant to aseptic loosening than the mobile-bearing knees studied (Kutzner et al. 2016) . Previous registry studies have reported increased revision rates for mobile-bearing implants , and aseptic loosening has been suggested as the major reason for the increased risk (Gothesen et al. 2013) . Rotating-platform mobile bearing was found to have a better long-term outcome than the meniscal bearing (Buechel et al. 2001) , leading to a wider use of this subtype. This subtype has been the most used subtype of mobile-bearing implants in both Norway and Australia in the last decade. The mobilebearing knee was supposed to generate fewer shear forces than the fi xed-bearing knees, and less polyethylene wear and osteolysis was expected Pappas 1986, O'Connor and Goodfellow 1996) . In vitro studies supported this theory; however, this advantage could not be demonstrated in patients (Kim et al. 2010 , Moskal et al. 2014 . Furthermore, the mobile-bearing knee was designed to give better functional results by improving patellar tracking and reducing anterior knee pain. None of these benefi ts have been demonstrated in large independent trials or follow-up studies (Hanusch et al. 2010 , Lampe et al. 2011 , Mahoney et al. 2012 , Breugem et al. 2014 . Recently, the in vitro reduction of torque forces, demonstrated when using a rotating platform, has encouraged some surgeons to use this implant in younger patients with higher impact forces, and in revision operations using constrained implants for poor bone stock (White et al. 2015 , Small et al. 2016 . However, there is no evidence that the torque forces are the hazardous forces leading to aseptic loosening. On the contrary, the increased risk of aseptic loosening we found in all age categories indicates that the rotating platform does not reduce the forces leading to aseptic loosening.
We know aseptic loosening may result from micro-motion and mechanical causes, or from osteolysis. Polyethylene wear and osteolysis are similar or less than for the fi xed bearings in vitro (McEwen et al. 2005 , Fisher et al. 2006 , Haider et al. 2008 , Grupp et al. 2009 ). However, with an increased rotational motion the wear in vivo may increase, thereby increasing the particle load and risk of osteolysis. Alternatively, the revisions for aseptic loosening seem to occur at any time from the fi rst month to the 10th year postoperatively. This suggests that mechanical loosening and debonding from the implantcement or the bone-cement interfaces is one of the reasons for aseptic loosening. Which forces and design features are causing the debonding of the implant are largely unknown. The under-surface roughness of the implant has been investigated and might be one important factor to address (Kutzner et al. 2016) . However, the 3 subtypes of design, non-keeled, keeled, and Duo-fi x, were all at the same risk of aseptic loosening in this study (Australian data), implicating no added value of these variations of the design. Ligament balancing and alignment are other important topics in TKR, and perhaps some designs are more diffi cult to balance and align during surgery, and may even be more vulnerable to instability. If an unstable TKR is not revised, it is a common belief that it might eventually come loose, particularly if malaligned (Moreland 1988) . Consequently, if the mobile-bearing design is more vulnerable to instability and malalignment, it would increase the likelihood of loosening. We know from radiostereometric studies that the tibial component tends to subside in the fi rst 1-2 years (Ryd et al. 1995) . However, if it does not stop subsiding it is a predictor for loosening. Whether these implants loosen because of debonding, failure to settle into the bone, or due to osteolysis is unknown.
A registry analysis like this cannot give the exact mechanisms behind the revision causes. However, registries are able to reveal weaknesses and trends, prompting further research and laboratory testing, as well as clinical trials. The increased risk of aseptic loosening in rotating-platform tibial components (LCS Complete and PFC Sigma, non-keeled, keeled, and Duo-fi x, cemented and cementless), needs to be addressed. The subgroups to benefi t from this particular implant require data evidence to support its suitability. However, fi xed-bearing TKR seems to be a good and safe alternative.
In summary the mobile-bearing rotating-platform TKRs, including subtypes, have an increased risk of aseptic loosening leading to revision, compared with the most used fi xedbearing TKRs in Norway and Australia. Despite different reporting traditions in the 2 countries, the increased risk of aseptic loosening was still evident. In this registry study there was no supporting evidence that choosing a mobile-bearing rotating-platform TKR for patients was benefi cial. For standard patients fi xed-bearing TKR is the best option.
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